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Abstract-This paper describes results obtained from the 
E-Tongue 3 apparatus used to characterize residual 
contaminates in water. This apparatus is intended for use in 
water quality measurements for the ISS (International 
Space Station). The apparatus contains nine planar 
electrochemical cells and a conductivity sensor. Detection 
of contaminate ions in solution uses ASV (Anodic 
Stripping Voltammetry) with a detection limit in the 10 KM 
range. A linear calibration curve was achieved using Zn Pb, 
Cu, and Mn cations. A robust method for identifying 
electroactive species is presented and uses the Savitzky- 
Golay second derivative method. 
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1 INTRODUCTION 

This paper extends the work reported at last year’s IEEE 
Aerospace conference where the design principles for the 
fabrication of Electronic Tongue No. 2 [I]. This paper 
describes measurements and data analysis obtained from 

REDOX cells found on E-Tongue 3 sensor seen in Fig. I .  
The electroactive species were characterized using Anodic 
Stripping Voltammetry (ASV) [2 ]  

The goal of this effort is to develop long-life sensors for 
water quality measurements for use on the International 
Space Station Alpha and Martian habitates. A list of the 
trace elements found in drinking water is given in Table 1. 
The allowable contaminant limits are given in mgiL and 
pM, The table also lists standard electrochemical series 
potential, EO, and the ASV measurement method. 

This effort is an outgrowth of the 25-cm3 electrochemical 
cell developed for the MECA (Mars Environmental 
Compatibility Assessment) project [3] which included 20 
prefabricated Ion Selective Electrodes, a conductivity 
sensor, a temperature sensor and an oxidation reduction 
potential sensor. Traditional electrochemical sensors are 
fabricated at the end of a pencil-like cylindrical tube. Such 
sensors cannot be configured easily in a multi-sensor array 
nor can they be miniaturized. 

Conductivity 
Sensor 

REDOX 
Cells 

Contacts 

Figure 1. Schematic view of E-Tongue 3 4-cm (1.57-inch) 
diameter ceramic substrate with nine REDOX cells and 
conductivity sensor on the topside and on the backside a 
thermometer and heater. 
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The basic ASV response curves are shown in Fig. 2. These 
curves were obtained from the REDOX cells are used to 
establish the calibration curves which is discussed in a later 
section. The ASV curves shown in Fig. 2 were obtained 
from sequentially exposure of the REDOX cells to 100 pM 
ZnSOn, CuSOn, PhCI2, and MnS04.  The data were acquired 
using ASV at the stated deposition time, T,, and a scan 
rate of S = 20 mV/s. The voltage wave, used in these 
experiments, is described in detail a later section. 
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Figure 2. ASV data for four heavy metal ions measured 
with at 100-pM concentration. The sweep rate was 20 
mV/s and the deposition time, Tdep, varied from 200 to 
2000 s depending on the ion. 

In simple terms, the voltage is maintained at a negative 
potential for a time, Tdsp and scanned to a positive voltage 
at a rate of 20 mV/s. The negative potential attracts 
positively charged cations to the working electrode of the 
electrochemical cell. 

Once the potential is scanned toward a positive potential, 
the electroactive species are stripped from the electrode at a 
potential that is near the REDOX potential, Eo. At this 
potential, the neutral deposited ions become oxidized and 
re-enter the solution. The oxidation of the ions deposits 
electrons on the working electrode which creates a current 
that is detected by an ammeter. The measured potential and 
current form the response seen in Fig. 2. 

A schematic of the ASV process is seen in Fig. 3. Here an 
electrochemical cell has a working electrode (WE), a 
reference electrode (RE), and an auxiliary electrode (AE) 
connected to external circuitry consisting of a battery, an 
ammeter, and two voltmeters. The potential measured 
between the WE and RE is the voltage VWR and the 
potential measured between the AE and RE is the voltage 
VAR. 
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Figure 3. Schematic of Anodic Stripping Voltammetry 
(ASV) depositiodstripping steps. Bold lines indicate the 
main current flow in external circuit. 

In Fig. 3a, positively charged cations are attracted to the 
WE where the ions are reduced by acquiring electrons. This 
contributes to a cathodic current, I,, which is positive as it 
passes through the ammeter. The deposition process takes a 
time called, TAsvdep. 

AAer the deposition time, the direction of the scanned 
potential is reversed and proceeds from a negative to 
positive potential. The ions enter solution as depicted in 
Fig. 3b. When leaving the WE, the ions loose their 
electrons to the WE and this contributes to an anodic 
current, I., which is negative as it passes through the 
ammeter. 

The ions enter the solution close to their REDOX potential, 
E'. The REDOX potential is known fkom the 
Electrochemical Series [4]. Thus, a likely chemical identity 
of an ion can be determined. The uncertainty in the 
identification is due to lack of uniqueness of the REDOX 
potential. However, additional knowledge of the likely 
candidate ions can rule out many low likelihood ions. 

2 E-TONGUE SENSORS 

The substrate used in this experiment is seen in Fig. 4. It 
contains nine REDOX cells, a conductivity sensor, a 
thermometer and a heater. Only the REDOX cells are 
discussed in this paper. 

Figure 4. Ceramic-based REDOX and conductivity sensors 
are shown in the top view and the heater and thermometer 
are shown in the bottom view. The long dimension is 6.1 
cm. 

The substrates are fabricated using hybrid microelectronic 
fabrication methods where each layer is screen printed onto 
the ceramic substrate and fired in an air atmosphere at 
850°C. The substrate is 1.25-mm thick and is 96% alumina. 
Electrical contact to the sensors is achieved by using 0.25- 
mm vias created using laser drilling. The vias are made 
conducting by screen printing a metal layer that is drawn 
through the via using a mild vacuum. The vias are 
connected to wires screen printed on the underside of the 
substrate and connected to electrical contacts. The bottom 
wires are protected by a dielectric layer. This substrate 
contains 27 electrical contacts. 

Photomicrographs of the REDOX cells are shown in Figs. 
4a and 4b. All three electrodes (WE, RE, and AE) were 
formed from screen printed gold. The WE diameter is 0.75 
mm. The RE is 0.25 mm wide and separated from the WE 
and AE by 0.25 mm. The inner diameter of the AE is 2.75- 
mm. As far as the authors know, this design is unique in 
that it is planar and has a common AE that is shared with 
all nine cells. 
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3 APPARATUS 

The electronics used to measure the REDOX and 
conductivity sensors is shown in Figs. 5a and 6. The 
apparatus seen in Fig. 5a has a ceramic substrate housed in 
a polycarbonate flow through chamber. Each end of the 
ceramic substrate are connected to the electronics board 
through flex cables. The electronics is located on the 
printed wiring board. This circuitry is controlled by a PC- 
Card (NI6533) inserted into a laptop computer. This 
apparatus fits on the stage of a Zeiss Axioplan fitted with a 
IOOX objective [5].  

Figure 4a. Photomicrograph of E-tongue 3 sensors prior to 
deposition. 

The ion stream lines for the REDOX cell is visualized as a 
three-dimensional flow that starts at the WE and terminates 
on the AE. The RE senses the potential, VWR, between the 
WE and RE. VWR is the potential drop across.both the 
double layer formed at the WE and the solution series 
resistance between the WE and RE. 

The E-Tongue 3 electrochemical cells allow a visualization 
of the deposition process. The as-fabricated cells prior to 
deposition are shown in Fig. 4a. Notice that the actual cells 
in Fig. 4 differ from the schematic shown in Fig. 1. That is 
the actual RE ring is connected to a disk that is used to 
accommodate the RE via. 

Ailer deposition and prior to stripping, metal deposition 
can be seen decorating Cells 5 and 7 in Fig. 4b. This 
demonstrates another important aspect of the array. That is 
certain cells can be targeted for deposition with all other 
cells turned off. This is an important attribute of the 
electronic circuitry discussed later. In many cases, the 
visualization capabilities are quite striking. 

366 

Figure 5a. E-Tongue-3 apparatus with the 
electrochemical cells housed in a flow-through 
chamber. The ceramic substrate is connected by flex 
cables to a 14.3 cm x 21.7 cm electronic board. 

The chamber is designed with two O-rings. One O-ring is 
positioned on the top and bottom of the ceramic. A water- 
tight seal is achieved by clamping the top and bottom 
polycarbonate portions of the chamber with the six screws 
visible on the top of the chamber. This provides a water 
tight seal and eliminates bending stress on the ceramic 
substrate. In addition, the flex cables also function to 
-reheve stress on the ceramic. To date non of the ceramic 
substrates have broken. 

The data acquired kom this apparatus were obtained using 
an open chamber as opposed to a closed chamber 
configuration. The closed chamber has a 0.15-mm thick 
cover glass located 0.50-mm above the ceramic substrate. 
This provides about a pL sample volume above the 
sensors. When the cover glass is removed, the sample 
volume is about 1 mL. This is important in that the sample 
volume for the closed chamber is a restricted source from 
which to draw ions for deposition on the working electrode. 
The sample volume for the open chamber is about four 
times larger than for the closed chamber. Most experiments 
reported here used the open chamber. 
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Figure 5b. User interface controlling the E-Tongue-3 
apparatus allowing automatic sequencing of experiments 
each with a different deposition time. 

A graphical user interface (GUI), seen in Fig. 5b, was 
developed to allow users to specify the type and parameters 
of the experiment(s). The Type of Experiment is selected 
through the combo box interface showing CSV&ASV. The 
experiment parameters are defined in the Setup window 
including the voltage limits (El and E*), scan rate (S), 
deposition time (Tdep), number of samplesislope (Np) and 
average (Na) pointslsample. The interface also allows the 
user to select the REDOX cells used for the experiment and 
the ones in a neutral electrochemical state using the ADC 
Prog. window. In the DAC Prog. window, the cells are 
selected to receive the DAC ramp signal. In the Switch 
Prog. window, the mode potentiostat or galvanostat is 
selected. Once the experiment is started, the interface 
shows the Status of the experiment and the execution time. 
This information is important since some experiments can 
take several hours. The graphical user interface (CUI) also 
allows the'user to perform eight experiments automatically 
each with a different Tdep. The number of experiments and 
Tdep parameters for each experiment are defmed in the 
Exp. Series: Tdep window. The interface also allows the 
user to monitor results through the Results window while 
the experiments are running. 
The REDOX circuitly shown in Fig. 6 is a dual 
potentiostatlgalvanostat that is replicated for each of the 
nine electrochemical cells. The current through the cell is 
determined by the instrumentation amplifier, IA2, and the 
resistor Ro; that is I = -VOW&. Each REDOX cell has its 
own DAC (Digital-to-Analog-Converter) and this means 
that the current through each REDOX cell is independent. 
Each cell can then he configured as a potentiostat or 
galvanostat by closing and opening the appropriate 
switches. This is important for cells that are not in use; 
these cells are configured as galvanostats with zero current. 

Evidence of this function is seen in Fig. 4b where only cells 
5 and 7 have deposited metal. 

I = -VOWIRO I 
Figure 6. E-Tongue 3 circuitry. 

The key fcature of this design is the shared AE; this 
electrode is in common all the REDOX cells. This feature 
reduces the number of pins or wires from the array of cells. 
In addition, the grounded AE provides an intrinsic isolation 
of each cell in that their electric fields do not interfere. In 
addition, the grounded AE provides a ground plane for the 
entire cell that acts like an electrical shield that reduces 
noise. The common, grounded AE is a unique feature of 
this REDOX cell design. 

In the potentiostat mode, the POT switch is closed and 
VWR is set equal to the DAC voltage. Thus, in this mode, 
the DAC voltage is forced across the WE and RE by 
Operation Amplifier #I (OAl) which adjusts the current 
using its feedback property. In the galvanostat mode, the 
GAL switch is closed and the DAC voltage is forced across 
VOW. That is, the current through the cell is forced and the 
VWR adjusted by OAl. 

4 POTENTIAL WAVEFORM 

The waveform used with these measurements is shown in 
Fig. 7. This voltage ramp is applied to the DAC terminal of 
the circuitly shown in Fig. 6. This wave form is a departure 
from wave forms used in previous E-Tongues in that there 
are no voltage jumps between the ramp segments. This has 
eliminated current spiking which were not in control when 
acquiring data using E-Tongue 1 and 2. In addition, this 
waveform is directed at detecting positively charged 
cations. That is the first part of the wave, where the voltage 
is positive during TCSvdcpr rejects cations and tends to clean 
the electrode. 
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Figure 7. Overview of the waveform for the measurements 
used in this study. 

The waveform, shown in Fig. 7, starts at zero volts and 
transitions to the positive voltage, El.  The voltage remains 
at E l  for a deposition time, TCSVdep, where CSV is cathodic 
stripping voltammetry. The voltage .then transitions to a 
negative voltage, E2, during a period TCSV. The voltage 
remains at E2 for a deposition time, TAsvdEp. Finally the 
wave returns to zero volts after a time T,I,,,. This concludes 
experiment # I ,  Exp#l. If called for by the software, 
experiment #2 then begins. In the current version of the 
software the following times are identical; that is, TcsVdsp 
- TAsvdep = T,],, = Tdsp The magnitude of the scan rate S 
is the same for all experiments. 

The waves are created using a 16-bit DAC with a 
resolution of 12-pV resolution. A total of 200 data points 
are taken between E l  and E2. For a span (El - E2) of 2 V 
each potential step is 10 mV. The measurements were 
conducted at a stated scan rate, S, and Tdep times which 
could be programmed from 1 s to 5000 s. The overall 
measurement time could take as much as 4 hours. 

- 

5 

this section we examine- the ,morphology the ceramic 
substrate and the screen-printed gold electrodes. We are 
looking for clues to reproducible electrochemical signals 
and the subsequent development of electrode cleaning 
procedures. 

5.1 Electrode Morphology 

Electrodes are manufactured by screen-printing a gold ink 
on the ceramic substrate. The gold ink contains gold beads 
approximately 1 pm in diameter, a glassy fritting material, 
and an organic binder that is volatilized during the f i n g  
process [6]. The ceramic substrate is seen in Fig 8. The 
rough surface of the alumina is key to allowing the glassy 
fritting material to adhere to the ceramic during the firing 
cycle. At the same time the fritting material binds to the 
gold heads. Thus the electrodes consist of a sandwich with 
the ceramic at the bottom, the fitting material in between, 
and gold on top. 

SEM ANALYSIS OF E-TONGUE SENSORS 

Figure 8. SEM photomicrograph of E-tongue 3 sensor. 
Ceramic material. SEM conditions: 20 kV, 2OOOx 
magnification. 

Virgin Au surface of working electrode. SEM conditions: 
10 kV, 600x magnification. 

After the gold ink is screen-printed onto the substrate it is 
allowed to dry at room temperature and then fired at 850°C 
for 15 minutes. Because there are several different screen 
printed layers placed on each ceramic, the REDOX 
electrodes sometimes see as many as 5 or 6 firing cycles at 
85OOC. Fig. 9 shows a virgin gold electrode. 

Each firing cycle re-orders the glassy fritting material and 
the gold and can coat the electrodes with a glassy layer. We 
looked for an excess of gold on top of the electrodes and 
we were pleasantly surprised to find only a small amount of 
glassy material. 

After the gold electrodes were abraded with an eraser, 
small inclusions were revealed as seen in Fig. 10. The 
inclusions are most likely from the underlying fritting 
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material that did not attach to the ceramic during the f h g  
process. SEM chemical analysis of the inclusions showed 
that they are composed of a variety of elements including 
silicon, lead, oxygen, calcium, cadmium and zinc. These 
elements are common components of fritting material 
especially silicon and oxygen. 

Figure 10. SEM photomicrograph of E-tongue 3 electrode. 
Surface abrasion reveals inclusions from fritting material in 
Au working electrode. SEM conditions: 10 kV, 7000x 
magnification. 

Other electrodes were also analyzed. Platinum electrode 
surfaces appear much more porous and granular than gold 
surfaces. This is most likely due to a difference in the 
starting material and not the screen printing technique since 
both electrodes have been tired equally. Silver electrodes 
appear to have the same type of rough surface as platmum 
when screen printed in a similar manner. Gold, platinum 
and silver have different capabilities in regards to their 
ability to detect different compounds in solution, but this 
most likely due to the difference in electrode material and 
not surface morphology. Most of our Etng 3 analysis were 
performed with gold electrodes because the data shows the 
greatest reproducibility. 

5.2 Electrode Cleaning Procedure 

Before measuring contaminated water, the electrodes are 
cleaned. During the past six months a number of cleaning 
procedures were tried. Our latest procedure is as follows. 
First the raw ceramic substrate is lightly lapped with 2000 
grit silicon carbide paper to remove any hillocks remaining 
after the electrode screen printing process. After an ASV 
measurement sequence, residual metals are removed from 
the electrodes using a finishing pad available from 3M 
(Part 7414). Residue from this process is removed using a 
cotton swab soaked in a flux remover available from M. G .  
Chemicals Part 414. The ceramic is given a final cleaning 
using a cotton swab soaked in IPA (IsoPropyl Alcohol). 
The residual IPA is removed using a dry cotton swab. If 

sterility is needed, the ceramic substrate, polycarbonate 
chamber and O-ring can he autoclaved. 

6 ASV MEASUREMENT 

In this section, E-Tongue 3 ASV measurements are used to 
illustrate: 

Baseline water response 
REDOX cell calibration 
Scan rate dependence 
Openiclosed chamber response 
Two species analysis 

In the following measurements all the REDOX cell 
electrodes were gold, the scan rate was 2 0  mVls, the 
deposition times, Tdsp, are listed in the legend of each 
figure and the VWR voltage was scanned generally from - 
1.5 V to +1V. 

6.1 Baseline Water Response 

The ASV water response is shown in Fig. 11. The values 
at -1.5 V indicate the strength of the cathodic currents that 
exist at the end of the TAsvdeP period. The currents seen at - 
1.5 V can be explained as follows. For shorter Tdsp times, 
the currents at -1.5 V are higher because the displacement 
current through the cell has not had time to recover from 
the negative going CSV scan. At longer Tdep times, the 
currents at -1.5 V are smaller, because the current has had 
time to equilibrate during the TAsVdEp period. 

The limits on the voltage span are set by the electrolysis of 
water where hydrogen is generated at negative potentials 
and oxygen at positive potentials. The voltage span of 2.5 
V seen in Fig. 11 is encouraging. A comparison can be 
made for a platinum electrode where the span is about 1.5 
V [7] For positive potentials, gold is limited in Chlorine 
solutions to about CO.8 V because of the Au-CI reaction 
VI. 
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Figure 11. ASV response for Sigmapure water 

6.2 REDOX Cell Calibration 

The calibration of the instrument was performed using four 
cations whose electrochemical response lies between the 
electrolysis limits. The ions used in this calibration 
procedure were 100 pM of ZnS04, PbCI2, CuS04, and 
MnS04. The 100 pM concentration was chosen to be close 
to the detection limits listed in Table I.  The detection of 
residuals contaminates in water is difficult because the 
resistance of the water is high. This means that the voltage 
drop across the solution is much larger than the voltage 
drop across the double layer at the WE. Nevertheless, in 
spite of these difficulties, detection at 100 pM has been 
demonstrated. 

Each solution was introduced one at a time into an open 
sample chamber where the cover glass was removed so the 
chamber could receive a 1 mL solution. The sweep rate 
was held constant at 20 mV/s and substrate (No. (341) had 
gold electrodes. Results for cell number one is shown in 
Figs. 12 to 15 for seven Tdep times shown in the legend of 
each figure. 

The peak currents and voltages are shown in Figs. 12b to 
15b. The peak values were extrapolated to zero current 
where the REDOX potential, E',,, was determined. These 
values provide the measured REDOX potentials shown in 
Fig. 16. 

1 0.5 0 0 . 5  -1 -1.5 

Figure 12a. 100 pM ZnS04 ASV response. 

EtgWSVCSVI-3921 VOLTAGE, VWR (V) 

100uMZnS04G41(3529)OCfresh 

Cell=l 

30928331 
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Figure 12b. 100 pM ZnS04 peak response for ASV 
response seen in Fig. 12a. 
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Figure 13a. 100 pM PbC12 ASV response. 
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Figure 14a. 100 pM CuS04 ASV response. 
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Figure 13b. 100 pM PbCh peak response for ASV 
response seen in Fig. 13a. 
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Figure 14b. 100 pM CuS04 peak response ASV response 
seen in Fig. 14a. 
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Figure 15a. 100 pM MnS04 ASV response 
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Mn2+ + 2Hz0 = MnOz + 4H- + 2e- 
E' = 1.228 - 0.1 182pH - 0.0295*log(Mn2+) 
c u  = cu2+ + 2e- 
Eo = 0.3219 + O.0295*log(Cu2+) 
Pb + 20" = PbO + HZO + 2e- 
Eo = -0.580 - 0.059*log(OH-) 
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Figure 15b. 
response seen in Fig. 15a. 

The extrapolation procedure removes the non-idealness 
associated with the deposition procedure. Non-ideal 
conditions occur due to the build-up of deposits on the 
electrodes which shifts the REDOX potential. Other factors 

100 pM MnS04 peak response for ASV 

that affect the release of ions from the WE include the non- 
linear electric fields associated with the our planar 
configuration of electrodes. 

The data for cell 1 was fitted to a least squares line and the 
results are shown in Fig. 16. The slope is 0.98 and the 
offset is close to 150 mV. That is, the voltage relationship 
in volts is: 

V@EDOX),,., = V(REDOX),,, + 0.15 

Zn = Znz+ + 2e' 
E' = -0.763 + 0.0295*log(Znzi) Zn 

- 0.8 
L g 0.6 

E 0.4 
0 
W 
j 0.2 

a 5 -0.2 

2 0  

a 
p -0.4 
w 5 -0.6 
v) 

I 
2 -0.8 y = 0.9836~ + 0.1486 

-1 -0.5 0 0.5 
IMAW.~I~ CALCULATED POTENTIAL, EOcal (V) 

Figure 16. Calibration curve using Zn, Pb, Cu, and Mn. 
The fitted line used results from Cell 1. 

The peak of the ASV curves was determined by taking the 
second derivative of the ASV curves seen in Figs. 12a to 
15a. The REDOX potentials for seven out of nine cells are 
plotted in the calibration curve seen in Fig. 16. 
Unfortunately the response for the Mn Cells 4 and 5 were 
unacceptable; so all the data from these two cells was 
omitted from the calibration analysis. The reactions 
analyzed are listed in Table 2. It is seen that only the Cu 
and Zn exhibit simple reactions; whereas, the Mn and Pb 
reactions involve water or hydroxyl ions. The reactions 
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were analyzed for pH = 7 and for 100 pM concentrations. 
These values provided the calculated REDOX potential, 
E',.,, seen in Fig. 16. 

The reference electrode used these studies was gold and 
has an offset potential of -150 mV for the scan rate of 20 
mV/s. This value can be compared to the potentials for 
reference electrodes of 3 18 mV for Cu-CuS04 and 222 mV 
Ag-AgCI. [9, p. 661 

6.3 Scan Rate Dependence 

The effect of scan rate on peak response is shown in Fig. 
17 for scan rates of 10, 20, and 50 mV/s, for seven TdT 
values ranging from 5 to 500 s ,  for deposition potential of 
E2 = - I  .O V and for the Au electrodes. The figures show 
that as the scan rate increases (a) the peak height increases 
and (b) the peak voltage moves toward more positive 
voltages. The peak height follows the empirical 
relationship [7, p. 2361: 

Ip=2,99.105.a'n.A.Dln.C.s'~ 

where a is the transfer coefficient, A the area of the WE, D 
the difision coefficient, C the concentration of the 
electroactive species, and S the scan rate. That is the peak 
height increases as the square root of the scan rate. 
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Figure 17b. 100 pM CuS04 ASV response for 20 mV/s 
scan rate. 
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E193ffiVCSVi-3921 VOLTAGE, W R  (V) scan rate. 

Figure 17a. 100 pM CuS04 ASV response for 10 mV/s 
scan rate. The shift in the peak voltage with scan rate means that the 

calibration curve is scan rate dependent. From a sensing 
standpoint, higher scan rates generate larger peak currents; 
however, this can push the peak into the oxygen generation 
region. For our work, it has been found that a scan rate of 
20 mV/s is a good compromise between the many 
competing factors. 
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6.4 OpenIClosed Chamber Response 

The E-Tongue 3 chamber was designed to have a cover 
glass that is 0.5 mm above the electrode surface. This is 
known as the closed chamber configuration. 

Since the electrodes have an overall radius of 1.25 nun, the 
cover glass truncates the ion stream lines between the WE 
and AE. Thus, the geometry of the sensor io the closed 
chamber configuration is more two dimensional than in the 
open chamber configuration. In the open chamber 
configuration the cover glass is removed and this allows 
the use of a sample volume of 1 mL. 

The volume sampled by the open chamber is assumed to be 
a 2.5-mm cube which is 12 pL. This follows from the 2.5- 
mm diameter of the electrodes. For the closed chamber, the 
sampled volume is 3 pL. Thus one would expect the peak 
height to be a factor of four small for the closed versus the 
open chamber. 

Measurement for open and closed chambers are shown in 
Figs. 18a and 18b, respectively. As seen in the figures, the 
peak heights differ by a factor of about three. Thus, one 
should anticipate that the peak heights measured in the 
closed chamber will he smaller by at least a factor of three 
over open chamber measurements. 
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Figure 18a. Open chamber ASV response for 100 pM 
CuS04 scanned at 20 rnV/s. 
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Figure 18b. Closed chamber ASV response for 100 pM 
CuS04 scanned at 20 mV/s. 

6.5 Two Species Analysis 

The detection of 100 uM Cu and 100 pM Ph is shown in 
Figs. 19. From Fig. 19b, the REDOX potential for Cu is 
+0.32 V and the REDOX potential for Pb is -0.2 V. These 
values are consistent with the REDOX potentials for Ph 
and Cu shown in Figs. 16b and 17b, respectively. 

The ASV response seen in Fig. 19a indicates that the peak 
height for Cu is small than for Ph even though both species 
are present in solution at the same concentration. This was 
observed before in Figs. 16a and 17a and in Fig. 2. Notice 
also that there are a number of other peaks that appear. 
These can be an asset in the identification of the peak 
system. Further work in needed to h l l y  analyze this 
response. 
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Figure 19a. Pb and Cu ASV response. 
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Figure 19b. Pb and Cu ASV peak response. 

7 DATA ANALYSIS 

The GRAMS/AI spectroscopy data processing sofhvare 
tools from Thermo Electron Corporation was used to 
compare various data extraction techniques [lo]. 
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Figure 20a. 1 mM Zn(NOz), ASV curves for data analysis. 
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Figure 2Ob. ASV peak analysis of Fig. 24a 
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The GRAMS/AI software allows one to validate the peak 
and shoulder extraction methodology developed by JPL 
that is based on the Savitzky-Golay smoothing and second 
derivative method [ l l ] .  It also allowed an analysis of the 
curvature of the I-V curves obtained h m  the REDOX 
potentials to more elaborate data model such as Gaussian 
curve fitting and it allows the use of larger number of 
convolution points in order to exclude noise. 

Peds and rhouldcn 
mersurcmont3 

Figure 20c. Analysis for the detection of peak and shoulder 
in the ASV spectroscopic data seen in Fig. 24a. 

--- 
leure 20d. Correlation of neak center. height and area for 
L I -  

Tdlp 200,300,400 and 500 s and determination of Epo for 
the reactions by extrapolation to zero peak current. 

The approach is illustrated in Fig. 20a using the 
experimental data of ImM Zn(NOZ), for a Tdq varying 
from 1 to 500 s .  The JPL methodology, shown in Fig. 20b, 
found 3 reactions by correlating the peaks positions and 
peak height for different deposition times. 

In Fig. 20c, the GRAMS/Al window shows the result of 
the peak fmding algorithm. G W A I  finds the 3 peaks 
identified by the JPL method. In Fig. ~ O C ,  the red line 
shows the ASV curves, the blue line shows the second 
derivative using the Savitzky-Golay method with 7-point 
convolution; the green line shows the Gaussian fitting of 

each identified peak; and the vertical black lines show the 
identification of the reactions. The GRAMS/Al s o h a r e  
also gives the properties of each peak in terms of their 
center, area, and high. We correlate the center, high and 
area of the 3 peaks for different Tdep as shown Fig. 20d. By 
extrapolating to zero peak current, we obtain Ep, of the 
reaction as described in [l]. 

8 WATER QUALITY 

This technology has been proposed for use on the ISS as a 
water quality monitor. The apparatus is seen in Fig. 21 and. 
Because it must operate in micro-gravity bubbles in the 
water stream are of concern. The apparatus bas several 
novel features that include the use bubble traps to prevent 
bubbles in the water stream from reaching the sensor head. 

I 

Figure 21. Schematic view of E-Tongue prototype 
apparatus for use on the ISS. 

The approach takes advantage of the physics where bubbles 
tend to form spheres and will migrate in the direction of 
larger openings. Thus the V-shaped features, appearing at 
valves V2 and V3, form the bubble trap. 

Another novel feature is the fact that the apparatus does not 
use reagents to enhance the detection of the residual 
contaminates. This means that such an apparatus can be 
used in-line and that the water that passes through the 
system is potable. The only waste water generated is the 
occasional use of calibrating reagents and they are captured 
in the waste capture container. 

9 DISCUSSION 

This apparatus has been successfully used to characterize 
six metal and halide ions. The nine REDOX cells allows 
redundancy in the measurements so that outlier data can be 
identified and excluded and so that the “normal” response 
can be identified. Electrode cleaning procedures were 
found to he critical to the repeatable operation of the 
REDOX cells. The reference electrode used these studies 
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was gold which has an offset potential of -150 mV for the 
scan rate of 20 mV/s. This value can be compared to the 
potentials for reference electrodes of 318 mV for Cu- 
&SO4 and 222 mV Ag-AgC1. The voltage span for the 
gold electrodes between the electrolysis limits is 2.5 V. 
This value exceeds the 1.5 V span for platinum electrodes. 

In this effort we attempted to discover the limits of 
operation for E-Tongue 3. In that regard, we showed that 
the ASV peak location is scan rate dependent. In addition 
we showed that the closed chamber has a reduced peak 
height by a factor os three over the open chamber response. 
Finally, we showed that two compounds can be determined 
by measuring the ASV response for 100 pM Cu and 100 
pM Pb. 

A sophisticated data analysis routine was developed. The 
response of simple compounds (ZnS04, PbCI2, CuS04, and 
MnSO, used in this study produced a number of reactions. 
The software based on taking second derivatives is able to 
identify the current-voltage peaks and track them to the 
REDOX potential by making ASV measurements at 
different deposition times. 

10 CONCLUSION 

This approach has an important role to play in the 
development of a reliable water quality monitor for the ISS. 
More work is needed in the development of data reduction 
algorithms that are tied to models of the reactions like those 
listed in Table 2 to automatically identify electroactive 
species. Also the software needs to be developed to control 
the E-Tongue system. Once a response is noted, a second 
experiment should he generated to further identify the 
species. The control system should generate a new set of 
measurement conditions with say different scan rates or 
different E l  or E2 values so as to better identify the 
electroactive species. 
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